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£720C N95 Particulate Respirator 


User's Instructions 





ojoAldsad ajpjnryavd ajgvsodsip op.y 





A WARNING TO USER 
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1. Store unused respirators in thew sealed. original packagi 
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is protected from extreme temperatur 


Never atteapt to clean wad rense this respirator 





2. Deed! respirators should nat be stored sil should be disposed uf properly 
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Before fitting the respirator, carefully inspect the entire respirator to ensure that the respirator is not damaged 
and is functioning correctly. Discard the entire respirator if any part does not function properly. 















FIDO MASKS CO., LTD. 


No. 8-5 She-Ling Li, Yuan-Li Town, 





Fido disposable particulate respirator 






Miao-Li County 35872, Taiwan 1. Hold the respirator in your hand with the nosepiece at your fingertips and allowing the straps to fall 


TEL: 886-37-741471 





below the hand. 










































2. Place respirator under the chin with the nosepiece (narrow end) up. Pull the continuous bottom strap 
eee 4 . ae : = tter > over your head and position it around the neck below the ears. 
THIS RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: se ke is <a gs . 
: ; 3. Raise the continuous top strap over your head and place it high to the back of the head. . 7 
TC ! Frotection ! Respirator Cautions ‘and Limitations’ 4. Using both hands, push the nosepiece inwards with your fingertips to mold and shape the nose area to Na t ional Ins ti tu te he or 
F720C 


the face. 





Occupational Safety and Health 





84A-7793 xX ABCJMNOP 





5. A seal check MUST be perfonned each time the user enters a contaminated area. Lightly cup both 
hands over the front of the respirator and INHALE SHARPLY. A negative pressure should be felt 





1, Protection inside of the respirator. Ifany air flow 1s detected around the edges of the respirator, readjust the straps. 
Repeat seal check until a proper seal is achieved: otherwise, see your supervisor. NEVER enter a 
_ Sar S contaminated area without a proper seal. 
N95 - Particulate Filter (95% filter efficiency level) 
Effective against particulate aerosols free of oil: 


Note: Pinching the nosepiece using one hand may result in improper fit and less effective respirator 
time use restrictions may apply e ’ 


performance. Use two hands. 


2. Cautions and Limitations ss 
ns i. a Manufacturer Address: 
A - Not for use in atmospheres containing less than 19.5% oxygen. 
Fido Mask Co., Ltd 


B - Not for use m atmospheres immediately dangerous to life or health. 


C - Do not exceed maxunum use concentrations established by regulatory standards. 8-5 She-Ling. Yuan-Li Town. Miao-Li County 35872, Taiwan 





J - Failure to properly use and maintain this product could result in injury or death pe arate 
: . noha . ; . Produce date: YY YY/MM 
M - All approved respirators shall be selected, fitted, used, and maintained in accordance with MSHA, 
OSHA and other applicable regulations Lot No. NXXXXY 
N - Never substitute, modify, add, or omit parts. Use only exact replacement parts in the gia eee ; oe iukerueen , 
Seas pe . SE pe (the Lot No.XXXXXX will be as same as abbreviated Label indicated, the "XXXXXX" should be 
configuration as specified by the manufacturer. 
= : ee ‘ : printed as purchase order number ) 
O - Refer to User's Instructions, and/or maintenance manuals for information on use and B E " 
maintenance of these respirators. 


P - NIOSH does not evaluate respirators for use as surgical masks. Contents: 20 pes. 
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